Increasing the accuracy of radiotracer monitoring in one-dimensional flow using polynomial deconvolution correction.
Factors such as type of fluid movement and gamma-ray scattering may decrease the precision of the radiotracer monitoring as the response to a short tracer injection. Practical experiences using polynomial deconvolution techniques are presented. These techniques were successfully applied for correcting the obtained experimental results and increasing the time resolution of the method.